Implanted sensors offer many advantages to those studying the behavior of the human body. Unfortunately, the need to power and communicate with devices often requires tradeoffs that compromise their usefulness. We describe a power harvesting and telemetry chip that allows operation without wires or batteries. The chip has been fabricated in 0Spm CMOS. The chip is able to supply 2 m A at 3 3 V to associated sensors using inductive coupling. Tests reveal the characteristics of this chip under different loads and at different distances from the transmission coil. With the preliminary coils, functionality could be maintained with over 28mm between the two coils, To evaluate the performance of the chip in conditions mimicking impIantation io the body, water bearing couoids were ' introduced between the two coils. This resulted in a
INTRODUCTION
Among the common applications of implanted microdevices are microelectrodes for neural and chemical electrical recording. In order to obtain enough power to amplify and record weak electrical signals, most electrodes are interfaced with wires connected through the skin. Wnforhmately, this wiring or tethering l i m i t s the recording range in awake, behaving animals in chronic studies [ 11, [2] . A clock is recovered h m the input sine wave. This allows the sensor to be synchronized with the transmitter and removes the need for an on-chip oscillator. Data (in NRZ format) is taken in for encoding and transmission to the base station.
Transmission is accomplished through the same coil used to capture voltage. By modifying the impedance of this transponder coiI it is possible to transmit data using very little energy. The change in coil impedance
The rectifier circuit is a full wave rectifier composed of 4 PMOS bansistors (Figure 3) 
Regulator
The regulator circuit produces a steady 3.3 V output and can supply upwards of 2 mA (depending on the transmitted power). The circuit uses a transconductance amplifier to control the gate of a large PMOS transistor (MI in Figure 4) . Through negative feedback, the output voltage stabilized at a voltage proportional to the voltage reference. A feedback capacitor between the gate of the transistor and the output ensures system stability. Current draw of 100 pA is necessary to keep the system operating in the proper regime.
Voltage Reference
The regulator requires a voltage reference to set the voltage output. The system is designed for implantation in the human body. A side effect is that the temperature of the implant will be held constant.
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Vrecrified w - This aIlows us to'avoid the use of a band gap reference circuit (which would require BJTs). Instead, we have made use of a current bias circuit that allows a supply independent reference to be generated using only standard CMOS devices ( Figure 5) 
Data Encoding and Modulation
Data is accepted from the smoc in NRZ format. The data is encoded in a modified Miller encoding scheme. For every logical one in the NRZ data stream a pulse is generated. The pulse width is controlIed by an input clock €or ease of testing. This clock could also be supplied by one of the clocks generated on chip. This encoding format uses two transitions for every one, but none for a zero. It requires little modulation of the coil. This is accomplished by turning on an NMOS transistor which connects a resistor between the coil and ground This modulates the impedance of the coil, a change that can be read out on the transmission coil. With the current encoding scheme the afnount of time that the resistor is in the circuit is minimized.
MEASUREMENT RESULTS
The chip has been fabricated in a 0Spm bulk CMOS process through the MOSIS foundry. In order to test the chip with inductive coupling, we used a class-E trammitter was. This circuit produced a high power RF signal at 4 MHz; using an antenna coil 5cm in diameter. A similar but smaller coil (2cm in diameter) was used to harvest the broadcast energy.
Figure 6. Oscilloscope trace of the microchip waveforms
The two components were realized on different prototype boards, with different ground planes, Figure  6 illustrates the basic waveforms of the chip during o p t i o n .
Air Coupling 8t Various Distances
To test the coupling and determine the maximum power transfer the transmitter and receiver coils were placed close together and moved apart. As shown in Figure 7 , distances between 10" and lOOmm were tested. The chip was loaded such that it would produce 0 . 7~~4 when the voltage was enough to operate the regulator. With this load the chip was able to function with up to 2Xmm between the two coils.
Load Regulation
The amount of current the chip could source before the regulator became inoperative was also tested Figure 8 ). The maximum current sourced depends on the distance between the two coils. The amount of voltage change until the drop off point was constant across all distances tested.
Coupling and Interference
Sl.8-3
Tho previous tests examine the characteristics of the system when only air exists between the two coifs. However, as the device is intended to be implanted, Figure 9 .
The distance between the coils was held constant at 25mm and the root mean square of the recovered voltage measured The plot shows the percentage change h m the base value (air Coupling at 25") when samples of different thickness are interposed between the two coils.
is probably due to transistor sizing in the layout. In the next version we plan to eliminate this dependence. In addition, we intend to study further the effect of interference between the two coils. Coil sizing is expected to play a major role in this dependency and we are currently performing FEM analysis of the intemening conductive media to determine the optimal coil sizes.
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